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Intensiv Ortho-StripsTray

Product description
• Tray in stainless steel, consisting in a base 

and lid connected by a hinge.
• The Tray can be closed by overlapping the 

cover on the base.
• Once it is closed, the instruments inside 

are stable in their position and will not 
move.

• The Tray has an internal folding support 
with six holes.

• The holes are suitable to support sterilisa-
ble coloured silicone holders.

• The silicone holders enable to contain 
the instruments in a compact and steady 
arrangement, suitable for the safe and 
orderly withdrawal and relocation of the 
instruments.

• The colour of the silicone holders can be 
chosen to match the colour code of the in-
strument diamond grit-size.

• Dimensions:
 - Length 87mm
 - Depth 51mm
 - Height 14mm
• The Tray has slots for the disinfection liq-

uid to ow through it.
• The Tray is designed to hold, through its 

silicone holders, six Intensiv Ortho-Strips, 
for mechanical Orthodontic stripping.

Intended use
• Arrangement of Intensiv Ortho-Strips dur-

ing Orthodontic stripping procedures.
• Storage of Intensiv Ortho-Strips.

Practical tips
• Application by dental professional only.
• To open the Tray lift the cover upwards, 

slightly pressing the top wing and holding 
firmly the base.

• Move the internal folding support up-
wards, in order to have it parallel to the 
working surface. Two little wings on left 
and right side of the support help to tilt it 
in that direction.

• Place the silicone holders inside the six 
holes before inserting the instruments, as 
shown in the gures.

• Make sure that the folding internal support 
is moved back downwards before the Tray 
is closed.

• Close the Tray by pressing the cover down-
wards until you hear a “click”.
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Maintenance and Sterilisation
• Intensiv Ortho-StripsTray is delivered 

non-sterile. It must be disinfected and ster-
ilized prior to first application to patient.

• It must be disinfected, cleaned and steri-
lized immediately after each use.

• If disinfection by immersion is carried out, 
it is appropriate to only use cleaning/dis-
infection solutions that provide protection 
against corrosion, carefully following the 
amounts indicated by the manufacturer.

• Sterilisation must take place according 
to established procedures. Use a sin-
gle-pulsed or fractionated vacuum auto-
clave and subvacuum drying, according to 
EN 13060. 

 Minimum exposure time at the sterilization 
temperature:
- 6 minutes at 132 °C and 20 minutes dry-

ing time (US method)
- 18 minutes at 134 °C and 20 minutes dry-

ing time (EU method) 

In the unlikely case of an incident caused by 
the Tray please refer to the manufacturer and 
competent authorities.

Intensiv SA declines any liability for any use 
of the Tray other than that specified in these 
instructions for use.

Intensiv Ortho-StripsTray, REF OST400

A wide variety of different colour bur-shank 
silicone holders is available:

Bur-shank silicone holders orange,
REF 056orange/10
Bur-shank silicone holders yellow,
REF 056yellow/10
Bur-shank silicone holders white,
REF 056white/10
Bur-shank silicone holders red,
REF 056red/10
Bur-shank silicone holders brown,
REF 056brown/10
Bur-shank silicone holders grey,
REF 056grey/10
Bur-shank silicone holders dark blue,
REF 056darkblue/10
Bur-shank silicone holders green,
REF 056green/10
Bur-shank silicone holders light blue,
REF 056lightblue/10
Bur-shank silicone holders assorted,
REF 056ass/8
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Popis výrobku
• Zásobník z nerezové oceli, skládající se z 

podstavce a víka připojeného kloubem.
• Zásobník lze uzavřít překrytím krytu na zá-

kladně.
• Po zavření jsou přístroje uvnitř stabilní a 

nepohybují se.
• Zásobník má vnitřní sklopnou podpěru se 

šesti otvory.
• Otvory jsou vhodné k upevnění sterilizova-

telných barevných silikonových držáků.
• Silikonové držáky umožňují kompaktní a 

stabilní uložení nástrojů, které je vhodné 
pro bezpečné a přehledné vyjmutí a pře-
místění nástrojů.

• Barvu silikonových držáků lze zvolit tak, 
aby odpovídala barevnému kódu zrnitosti 
diamantového nástroje.

• Rozměry:
 - Délka 87 mm
 - Hloubka 51 mm
 - Výška 14 mm
• Zásobník má otvory, kterými může proni-

kat dezinfekční kapalina při proplachování 
vnitřku.

• Zásobník je navržen tak, aby v silikono-
vých držácích fixoval šest proužků Intensiv 
Ortho-Strips pro mechanický ortodontický 
stripping.

Určené použití
• Uspořádání proužků Intensiv Ortho-Strips 

při ortodontickém strippingu.
• Skladování proužků Intensiv Ortho-Strips.

Praktické tipy
• Výrobek smí používat pouze stomatologič-

tí odborníci.
• Chcete-li zásobník otevřít, zvedněte kryt 

nahoru, přičemž mírně zatlačte na horní 
křídlo a pevně držte základnu.

• Orientujte vnitřní sklopnou podpěru naho-
ru tak, aby byla rovnoběžná s pracovní plo-
chou. Při naklánění podpěry v tomto směru 
pomáhají dvě malá křidélka na levé a pravé 
straně podpěry.

• Před vložením nástrojů umístěte silikonové 
držáky do šesti otvorů, jak je znázorněno 
na obrázcích.

• Před zavřením zásobníku se ujistěte, že je 
sklopná vnitřní podpěra přemístěna zpět 
dolů.

• Zavřete zásobník stisknutím krytu směrem 
dolů, dokud neuslyšíte „cvaknutí“.

Údržba a sterilizace
• Zásobník na Intensiv Ortho-Strips se dodá-

vá nesterilní. Před prvním použitím u paci-
enta se musí vydezinfikovat a sterilizovat.

• Dezinfikovat, čistit a sterilizovat se musí 
také bezprostředně po každém použití.

• Pokud se provádí dezinfekce ponořením, je 
vhodné používat pouze čisticí/dezinfekční 
roztoky, které poskytují ochranu proti ko-
rozi, a pečlivě dodržovat množství uvedené 
výrobcem.

• Sterilizace se musí provádět v souladu se 
zavedenými postupy. Použijte autokláv s 
pulzním nebo frakcionovaným vakuem a 
subvakuové sušení podle normy EN 13060.

 Minimální doba expozice při sterilizační 
teplotě:
- 6 minut při 132 °C a 20 minut sušení (me-

toda používaná v USA)
- 18 minut při 134 °C a 20 minut sušení 

(metoda používaná v EU)

V nepravděpodobném případě nehody způ-
sobené zásobníkem se obraťte na výrobce a 
příslušné orgány.

Společnost Intensiv SA odmítá jakoukoli od-
povědnost za jiné použití zásobníku, než je 
uvedeno v tomto návodu k použití.

Zásobník na Intensiv Ortho-Strips, 
REF OST400

K dispozici je široká škála různobarevných 
silikonových držáků stopek:

Bur-shank silicone holders orange,
REF 056orange/10
Bur-shank silicone holders yellow,
REF 056yellow/10
Bur-shank silicone holders white,
REF 056white/10
Bur-shank silicone holders red,
REF 056red/10
Bur-shank silicone holders brown,
REF 056brown/10
Bur-shank silicone holders grey,
REF 056grey/10
Bur-shank silicone holders dark blue,
REF 056darkblue/10
Bur-shank silicone holders green,
REF 056green/10
Bur-shank silicone holders light blue,
REF 056lightblue/10
Bur-shank silicone holders assorted,
REF 056ass/8

Bur-shank silicone holders positioning and removal
Nasazení a vyjmutí silikonových držáků stopek


